Biocompatibility of artificial organs: an overview.
Papers that are presented in this symposium on biocompatibility of foreign surfaces used in artificial organs are commented upon and set in an overall context of the biocompatibility of foreign surfaces to blood. A working formulation of the events comprising lack of biocompatibility of hemodialysis membranes to the complement system is given as a possible model to which other foreign surfaces may be compared.